PITC

BIDS AND AWARDS COMMITTEE |

Supplemental/Bid Bulletin No. 1

SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE

COMMISSION ON HIGHER EDUCATION -

PHILIPPINES-CALIFORNIA ADVANCED

RESEARCH INSTITUTES (CHED-PCARI)
Bid Ref. No. GPG-B1-2019-292

This Supplemental/Bid Bulletin No. 1 is being

issued to further clarify, modify and amend the

provisions in the Bidding Documents for the aforementioned project.

A. AMENDMENTS TO THE BIDDING DOCUMENTS:

FROM

Section lll. Bid Data Sheet

Under Clause 12.1

In accordance with Clause 19.4 of the
Instructions to Bidders: The bid, except for the
unamended printed literature, shall be signed,
and each and every page thereof shall be
initialed, by the duly authorized representative/s
of the Bidder.

Deleted.

Under Clause 12.1 (b)

Technical Documents

(i) Duly signed and completed Technical Bid
Form. Bidder must use, accomplish and
submit the Technical Bid Form attached as:

(i) Duly signed and completed Technical Bid
Form. Bidder must use, accomplish and
submit the Technical Bid Form attached as:

ANNEX klzt Description Qty. ANNEX ::l?)t Description Qty.
Electro chemical ) Revised Electro chemical .
Annex V-A 1 : 2 units
workstation + EIS Annex V-A L workstation + EIS 2 units
High End Modular High End Modular
Annex V-B 5 Potentiostat _WIth EQCM 1 unit Revised ) Potentiostat with EQCM 1 unit
dual mode bipotentiostat Annex V-B dual mode bipotentiostat
and PH meter modules and PH meter modules

(iii) Duly signed/conformed Terms of Reference
of CHED attached as:

(i) Duly signed/conformed Terms of Reference
of CHED attached as:

ANNEX II:I?)t Description ANNEX Il:lzt Description
3 Electro chemical workstation + Revised Annex Electro chemical workstation +
Annex V-A1 1 EIS | V-A1 L | Es
High End Modular Potentiostat High End Modular Potentiostat
Annex V-B1 2. with EQCM dual mode Revised Annex 5 with EQCM dual mode
bipotentiostat and PH meter V-B1 " | bipotentiostat and PH meter
modules modules
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(vi) Valid and Current CE Certification in the name of
the manufacturer. The CE Certification must
cover the manufacture/design or production of
the item subject to this Bid Project

Lot No. Description

1 Electro chemical workstation + EIS

Deleted.

(vii) Valid and current ISO certification of the

manufacturer issued by an independent
Certifying Agency. The ISO Certificate (or
equivalent documents) must cover the
manufacture/design or production of the
equipment.

Lot No. Description

High End Modular Potentiostat with EQCM dual

2 mode bipotentiostat and PH meter modules

Deleted.

Under Clause 29.2, 29.2(a), 29.2(b), and 29.2(d)

Post Qualification: Within a non-extendible period of
five (5) calendar days from receipt by the supplier of
the Notice from the BAC that the supplier has the
Single/Lowest Calculated Bid (S/LCB), the Supplier
shall submit and/or present the following requirements
for post qualification:
1. Present original copy and submit a certified true
copy of the following:

1.1.Latest Income Tax Returns per Revenue
Regulations 3-2005; Tax returns filed through the
Electronic Filing and Payments System (EFPS).
The latest income and business tax returns are
those within the last six months preceding the date
of bid submission (including copy of VAT returns
and corresponding payments for the last 6
months):

1.2.Valid and current Certificate of PhilGEPS
Registration (Platinum Membership);

1.3.PO’s or Contracts for all Ongoing Contracts as
listed per submitted Annex |.

1.4.PO’s or Contracts and End-user’s Acceptance or
Official Receipts for Single Largest Completed
Contract as listed per submitted Annex I-A.

(In case of Joint Venture between local
companies, both partners must present/submit
above items a. and b. In case of foreign partner, a.
is not applicable.)

2. Submit original copy of the following:
2.1.Company Profile (Annex 1X). Company printed
brochure may be included.
2.2.Vicinity map/location of the business

(In case of Joint Venture, both partners must
present/submit above documents.)

Post Qualification: Within a non-extendible period of
five (5) calendar days from receipt by the supplier of the
Notice from the BAC that the supplier has the
Single/Lowest Calculated Bid (S/LCB), the Supplier
shall submit and/or present the following requirements
for post qualification:
1. Present original copy and submit a certified true
copy of the following:

1.1. Latest Income Tax Returns per Revenue
Regulations 3-2005; Tax returns filed through
the Electronic Filing and Payments System
(EFPS). The latest income and business tax
returns are those within the last six months
preceding the date of bid submission (including
copy of VAT returns and corresponding
payments for the last 6 months):

Valid and current Certificate of PhilGEPS
Registration (Platinum Membership);

PO’s or Contracts for all Ongoing Contracts as
listed per submitted Annex I.

PO’s or Contracts and End-user’s Acceptance or
Official Receipts for Single Largest Completed
Contract as listed per submitted Annex I-A.

1.2.
1.3.

1.4.

2. Submit original copy of the following:
2.1.Company Profile (Annex 1X). Company printed
brochure may be included.
2.2.Vicinity map/location of the business

(In case of Joint Venture, both partners must
present/submit above documents.)
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Present original copy of the following:

a. Registration Certificate from SEC (for
corporations) or DTI (for sole proprietorship or
CDA (for cooperatives);

b. Business/Mayor’s permit for 2017 issued by the
city or municipality where the principal place of
business of the prospective bidder is located
OR the equivalent document for Exclusive
Economic Zones or Areas;

c. Valid and Current Tax Clearance issued by
Accounts Receivable Monitoring Division per
Executive Order 398, Series of 2005, as finally
reviewed and approved by the BIR;

d. PO’s or Contracts for all Ongoing Contracts as
listed per submitted Annex I;

e. End-User’s Acceptance, Official Receipt
(duplicate or triplicate copy) or Sales Invoice
with Collection Receipt/s (duplicate or triplicate
copy) relative to Single Largest Completed
Contract per submitted Annex I-A.

In case of Joint Venture between local companies,
partners must present/submit items 1.3.1, 1.3.2 and
1.3.3. In case of foreign partner, 1.3.1 and 1.3.2 are
not applicable.

3.

Present original copy of the following:

a.

Registration Certificate from SEC (for
corporations) or DTI (for sole proprietorship or
CDA (for cooperatives);

Business/Mayor’s permit for 2017 issued by the
city or municipality where the principal place of
business of the prospective bidder is located
OR the equivalent document for Exclusive
Economic Zones or Areas;

Valid and Current Tax Clearance issued by
Accounts Receivable Monitoring Division per
Executive Order 398, Series of 2005, as finally
reviewed and approved by the BIR;

. PO’s or Contracts for all Ongoing Contracts as

listed per submitted Annex I;

End-User’s Acceptance, Official Receipt
(duplicate or triplicate copy) or Sales Invoice
with Collection Receipt/s (duplicate or triplicate
copy) relative to Single Largest Completed
Contract per submitted Annex I-A.

Bidders must use and submit Revised Annex V-A, Revised Annex V-B, Revised Annex V-
Al, Revised Annex V-B1 together with other required documents for the bid opening on
together with other required documents for the bid opening on 13 November 2019,
Wednesday at 03:00 PM. Please use the Revised Checklist of Requirements as reference.

This Supplemental/Bid Bulletin No. 1 shall form part of the Bidding Documents. Any provision

in the Bidding Documents inconsistent herewith is hereby amended, modified and superseded

accordingly.

For the guidance and information of all concerned.

Issued this 05" day of November 2019 in Makati City.
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Reviewed and approved by:

(Sgd.)CHRISTABELLE P. EBRIEGA (Sgd.)ATTY. MARIA GUDELIA C. GUESE
Chairperson, Bids and Awards Committee | Vice Chairperson

(Sgd.)JOEL S. RODRIGUEZ (Sgd.)MYRA CHITELLA T. ALVAREZ
Member Member

(Sgd.)DAVID A. INOCENCIO
Member

Concurred by:

(Sgd.)ENGR. ARTEMIO S. CAPELLAN, JR.
Provisional Member — CHED-PCARI

Received by:

(SIGNATURE OVER PRINTED NAME & DATE) NAME OF COMPANY

(PLEASE RETURN OR FAX THIS PAGE ONLY TO THE PITC BAC-I)
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-A (page 1 of 3)

PHILIPPINE INTERNATIONAL TRADING CORPORATION
SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE
COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)

Bid Reference No. GPG-B1-2019-292

TECHNICAL BID FORM
FOR LOT 1: Electro chemical workstation + EIS

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE SUPPLIER: Indicate “COMPLY” (per line number) under Supplier’s Statement of Compliance if bidder can meet the
technical specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO
CONFORM WILL RESULT IN A RATING OF “FAILED”.

Line . . Bidder’s Statement of
) Project Requirements -
No: Compliance

Two (2) Units Brand New Electro chemical workstation + EIS per
Technical Specifications and Project Requirements under CHED
Terms of Reference attached as Revised Annex V-Al dated 30
October 2019.

1)

PLEASE SPECIFY THE BRAND AND MODEL NUMBER BEING OFFERED
FOR THE FOLLOWING EQUIPMENT

Equipment Brand and Model Number Being Offered:

Electro chemical workstation + EIS

Desktop Computer

e OTHER REQUIREMENTS Bidder's Statement of
No: Compliance

Bidder has no overdue deliveries or unperformed services intended for PITC

2) and CHED

Bidder did not participate as a consultant in the preparation of the design or
technical specification of the GOODS subiject of the bid.

3)

BIDDER’S UNDERTAKING
I/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID to
(supply/deliver/perform) the above described items.
I’'We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the bid
documents, including the posting of the required performance security within ten (10) calendar days from receipt of the Notice of Award.
Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print

Date
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-A (page 2 of 3)

PHILIPPINE INTERNATIONAL TRADING CORPORATION
SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE
COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)

Bid Reference No. GPG-B1-2019-292

TECHNICAL BID FORM
FOR LOT 1: Electro chemical workstation + EIS

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE BIDDER: Indicate “COMPLY” (per line no.) under Bidder’s Statement of Compliance if bidder can meet the technical

specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO CONFORM
WILL RESULT IN A RATING OF “FAILED".

. Bidder’s
L’\'Ige REQUIREMENTS IF AWARDED THE CONTRACT Statement of
’ Compliance

Within One Hundred Twenty (120) calendar days after
receipt of Notice to Proceed

Chemical Engineering building, along C.P. Garcia Avenue,
University of the Philippines Diliman, Quezon City.

4) | Delivery Period

5) | Delivery Place

Testing and
Acceptance
Procedures and
Parameters

6) Visual and functional inspection and testing

Delivery Conditions:

o All deliveries must be done in the presence of Inspection Team consisting
of at least two (2) PITC Representatives and one (1) authorized
representative of CHED-PCARI

7 e During delivery, the supplier shall be responsible in unloading the items

from the container/truck to the designated delivery center. All costs
including delivery and assembly, handling and other related expenses shall
be done by the supplier. In the absence of materials handling equipment at
the site, the supplier shall provide the necessary equipment such as but not
lifted to: forklifts, hand pallet, truck, etc. at the expense of the supplier

BIDDER’S UNDERTAKING
|/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID
to (supply/deliver/perform) the above described items.

I/We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the

bid documents, including the posting of the required performance security within ten (10) calendar days from receipt of the
Notice of Award.

Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print)

Date
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-A (page 3 of 3)
PHILIPPINE INTERNATIONAL TRADING CORPORATION

SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE
COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)

Bid Ref. No. GPG-B1-2019-292

TECHNICAL BID FORM
FOR LOT 1: Electro chemical workstation + EIS

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE BIDDER: Indicate “COMPLY” (per line no.) under Bidder’s Statement of Compliance if bidder can meet the technical
specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO CONFORM
WILL RESULT IN A RATING OF “FAILED”.

Line Bidder’s
NoO REQUIREMENTS IF AWARDED THE CONTRACT Statement of
) Compliance
8) 32?;?;0;5(! o Bidder must provide hard copy and softcopy of operator’'s
Manual manual in English Language upon delivery.
Acceptance at the designated delivery sites shall be made by the
9) Final Inspection | CHED authorized representative/s.
and Acceptance | The Certificate of Final Acceptance shall however, be jointly signed by
CHED and PITC QAIT representatives.
To provide training on operation and use, proper care and
10) Product maintenance, and troubleshooting for end users and
Orientation/ Training | troubleshooting for maximum of ten (10) employees for one (1)
day at Chemical Engineering Building
11) Replacement of | The Supplier will replace defective items within 30 calendar
Defective Items | days from the receipt of Notice of Defective from CHED/PITC..
12) | warranty At least one (1) year warranty on parts and service. Warranty Period
shall commerce from date of acceptance by the end user after testing.
As one of documentary requirements for payment (as applicable), submit certified true
copies of pertinent tax receipts and duties paid on the imported parts/equipment pursuant to
13) | COA Memo No. 90-684 dated Dec. 5, 1990/Administrative Order No. 200 dated November
20, 1990. For locally purchased materials, the BIR registered sales invoice of the seller is
acceptable.

BIDDER’S UNDERTAKING
I/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID to
(supply/deliver/perform) the above described items.
I/'We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the bid
documents, including the posting of the required performance security within ten (10) calendar days from receipt of the Notice of Award.
Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print)

Date
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Revised Annex V-A1
(Page 1 of 3)

TERMS OF REFERENCE
FOR LOT 1: Electro chemical workstation + EIS
a Laboratory of Electrochemical Engineering

Department of Chemical Engineering
University of the Philippines Diliman

1. Name of Project: GREEN POWER: Generating Renewable Energy via Electrolysis of water using
New Power Hybrid Systems (Project 2. ENERGY PRODUCTION USING POLYMER ELECROLYTE
MEMBRANE FUEL CELLS (PEMFC))

Supply, Delivery and Installation of (2) units of Elecirochemical Workstation + EIS for Laboratory of
Electrochemical Engineering, Department of Chemical Engineering, University of the Philippines ‘
Diliman

(as of October 30. 2019)

Requirements (which may be included in the Technical Bid Form)

(TOR may be attached to the bidding documents for bidder’s signature for Conformance)
2. Components (if a LOT/ System composed of various equipment) (as applicable)

2 Potentiostat box/chassis

2 Potentiostat boards without EIS capability

5 Potentiostat board with EIS capability

3. Scope of Work ( if SERVICES are required)
Installation

| 4. Technical Specifications for the item/s OR each equipment/ the item (IF A LOT)

System
e Maximum channel 6 |
e Voltage Compliance +H-10V
e Current Compliance 500 mA
Voltage and Current
e Applied Voltage Range + 48 V with 48 V booster
e Scan Range + 48 V with 48 V booster
e (Min) Applied Voltage Resolution 1 pV
e Current Ranges 1A to 10nA {1A to 1 pA with ULC)
e Measured Current Resolution (max) 660 fA (66 aA with ULC) or better

[
T EIS Measurement ‘

e Max Frequency Range 7 MHz
f e Min Frequency Range 10 pHz
| with Mott Schottky, multi-sine and non-stationary drift correction
Special Functions Conforme:
e |R Compensation
e Variable Voltage Compliance Bidder's Company Name
e Builtsin EIS
Name & Signature of Authorized Representative
Peripheral Connections
e Analog Inputs 2 Designation
e Analog Outputs 1
e Digital Outputs & Inputs 11in, 1Out, TTL Date
e Monitor Outputs Eandl I
e with current booster autoranging and parallelized channels J
Chemical Engineering Bldg., Engineering Complex. C.P. Garcia Ave., UP Diliman, Q.C_, 1101
+63 2 981 8500 ext. 3113 (Tel) / 3114 (Fax) @
JCCON@uUp edu. pny Upd. acha lesguamail cor
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Revised Annex V-A1

(Page 2 of 3)

TERMS OF REFERENCE
FOR LOT 1: Electro chemical workstation + EIS

Laboratory of Electrochemical Engineering
Department of Chemical Engineering
University of the Philippines Diliman

' ’ Connectivity

e Ethernet
e USB

Misc Options

Lab View Support
Modular
Muiti-Channel
Software Included
Battery Software
CV Peak Analysis
CV Sim

Graphic and Analysis using software
Line Fit

Circle Fit

Integral

Fourier Transform

RP Fit

Tafel Fit

Electrochemical Noise

Corr Sim

VASP Fit

CASP Fit Conforme:
Kramers-Kronig
Mott-Schottky Bidder’s Company Name
Wave Analysis
Peak Analysis Name & Signature of Authorized Representative
Photovoltaic Analysis
Capacity & Energy Designation
Per Cycle or Sequence

Date

| Included accessories:

} Two (2) Unint d Power Su UPS) for potentiostats
l o One (1) UPS per potentiostat box

! e Output voltage and frequency: 220-230 VAC, 60 Hz \
' o  Output power capacity: at least 650 Watts |
\

Desktop Computer

Minimum processor: G5400 processor
Minimum graphics card: UHD Graphics 630
At least 1 TB HDD (3.5", 7200 RPM)
At least 8 GB RAM capacity with 2400 MHz clock speed and DDR compatibie
At least 15.6 inches diagonal monitor with at least 1366 x 768 display and at least
[ one VGA port
With wired keyboard (with numpad) and laser mouse
Windows 10 compatible
i = Ports:
| o 5:1 multi-card reader (MCR): at least 1 1
\ o Audio combo jack: at least 1
o USB 3.1 Gen1 Ports: at least 2

Chemical Engineering Bidg., Engineering Complex, C.P, Garcia Ave.. UP Diliman, Q.C., 1101 Q
:)

e 8 0o 0o

+63 2 981 8500 ext. 3113 (Tel) / 3114 (Fax)

DCONUD.20u.pl; Upd a
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Revised Annex V-A1
(Page 3 of 3)

TERMS OF REFERENCE
FOR LOT 1: Electro chemical workstation + EIS

$ Laboratory of Electrochemical Engineering
Department of Chemical Engineering
University of the Philippines Diliman

Line infout and Microphone Port: at least 1
VGA Port: at least 1

HDMI Port: at least 1

Network Port: at least 1

PCle 3.0 x16 slots: at least 1 slot

PCle 3.0 x1 slots: at least 1 slot

00 0CO

o

| 5. Requirementis if awarded the contract:

| 5.1. Delivery Period: Within One Hundred Twenty (120) days after meetpt of purchase order

5.2. Delivery Place: Chemical Engineering Building, along C. P. Garcia Avenue, Universtty of the
Philippines Diliman, Quezon City, Philippines 1101

5.3. Warranty Period/ Coverage of Warranty: at least one (1) year on parts and services from final
acceptance

54. Acceptance Parameters (as applicable): Visual and functional inspection and testlng

55. Training: Maximum of ten (10) personnel of one (1) day training at Chemical Engineering

Buiiding — e, s ———
'5.6. Manual
Other requirements to be required/submitted by the Bidder for bid opening (as applicable)
1. Brochures

2. List of Service Center/s within Metro Manila
3. Certificate of Distributorship
4. List of distributors in 1.) any country in Europe, 2.) United States, 3.) Japan, 4.) South Korea and5.)

Singapore

Prepared by:

% J/mwv
Julje Anpe del Rosario
TWG Representatives/s

Conforme:

Bidder’s Company Name

Name & Signature of Authorized Representative

Designation

Date

. ]
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-B (page 1 of 3)
PHILIPPINE INTERNATIONAL TRADING CORPORATION

SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE
COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)

Bid Reference No. GPG-B1-2019-292

TECHNICAL BID FORM

FOR LOT 2: High End Modular Potentiostat with EQCM dual mode bi potentiostat and
PH meter modules

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE SUPPLIER: Indicate “COMPLY” (per line number) under Supplier’s Statement of Compliance if bidder can meet the
technical specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO
CONFORM WILL RESULT IN A RATING OF “FAILED”.

Bidder’s Statement of
Compliance

Line

No: Project Requirements

Two (2) Units Brand New High End Modular Potentiostat with EQCM
dual mode bi potentiostat and PH meter modulesper Technical
Specifications and Project Requirements under CHED Terms of
Reference attached as Revised Annex V-B1 dated 30 October 2019.

1)

PLEASE SPECIFY THE BRAND AND MODEL NUMBER BEING OFFERED
FOR THE FOLLOWING EQUIPMENT

Equipment Brand and Model Number Being Offered:

High End Modular Potentiostat with
EQCM dual mode bi potentiostat and PH
meter modules

Line . . Bidder’s Statement of
) Project Requirements :
No: Compliance
2) Bidder has no overdue deliveries or unperformed services intended for
PITC and CHED
3) Bidder did not participate as a consultant in the preparation of the
design or technical specification of the GOODS subject of the bid.

BIDDER'’S UNDERTAKING
I/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID to
(supply/deliver/perform) the above described items.
I/'We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the bid
documents, including the posting of the required performance security within ten (10) calendar days from receipt of the Notice of Award.
Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print

Date

. ]
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-B (page 2 of 3)

PHILIPPINE INTERNATIONAL TRADING CORPORATION
SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL
WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE
COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)

Bid Reference No. GPG-B1-2019-292

TECHNICAL BID FORM

FOR LOT 2: High End Modular Potentiostat with EQCM dual mode bi potentiostat and PH meter
modules

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE BIDDER: Indicate “COMPLY” (per line no.) under Bidder’s Statement of Compliance if bidder can meet the technical
specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO CONFORM
WILL RESULT IN A RATING OF “FAILED”.

Line Bidder’s
No REQUIREMENTS IF AWARDED THE CONTRACT Statement of
) Compliance

Within One Hundred Twenty (120) calendar days

4) | Delivery Period after receipt of Notice to Proceed

Chemical Engineering building, along C.P. Garcia

5) | Delivery Place Avenue, University of the Philippines Diliman, Quezon
City.
Testing and Acceptance
6) | Procedures and Visual and functional inspection and testing
Parameters

Delivery conditions:
e Deliveries must be done within the delivery period / completion period at
designated delivery site/s.
Deliveries are subject to inspection at designated delivery site/s consisting of at
least two (2) PITC representatives and one (1) RITM representative.
e During delivery, the supplier shall be responsible in unloading the items from the
7 container/truck to the designated delivery center. All costs including delivery and
assembly, handling and other related expenses shall be done by the supplier. In
the absence of materials handling equipment at the site, the supplier shall
provide the necessary equipment such as but not lifted to forklifts, hand pallet
truck etc.
e ALL EXPENSES RELATED TO DELIVERY, INSPECTION AND
ACCEPTANCE SHALL BE FOR THE ACCOUNT OF THE SUPPLIER.

BIDDER’S UNDERTAKING
I/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID to
(supply/deliver/perform) the above described items.
I/'We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the bid
documents, including the posting of the required performance security within ten (10) calendar days from receipt of the Notice of Award.
Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print)

Date

. ]
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PLEASE USE THIS BID FORM. DO NOT RETYPE OR ALTER

Revised Annex V-B (page 3 of 3)
PHILIPPINE INTERNATIONAL TRADING CORPORATION

SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS ELECTROCHEMICAL

WORKSTATION + EIS AND ONE (1) UNIT HIGH END MODULAR POTENTIOSTAT WITH
EQCM, DUAL-MODE BIPOTENTIOSTAT AND PH METER MODULES FOR THE

FOR LOT 2:

RESEARCH INSTITUTES (CHED-PCARI)
Bid Reference No. GPG-B1-2019-292

TECHNICAL BID FORM

modules

COMMISSION ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED

High End Modular Potentiostat with EQCM dual mode bi potentiostat and PH meter

PHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATIONPHILIPPINEINTERNATIONALTRADINGCORPORATION

INSTRUCTION TO THE BIDDER: Indicate “COMPLY” (per line no.) under Bidder’s Statement of Compliance if bidder can meet the technical
specifications and project requirements. DO NOT LEAVE ANY BLANK. A “YES OR NO” ENTRY WILL NOT BE ACCEPTED. FAILURE TO CONFORM
WILL RESULT IN A RATING OF “FAILED”.

Line Bidder’s
No. REQUIREMENTS IF AWARDED THE CONTRACT Statem_ent of
Compliance
Operations/ Bidder must provide SOFT copy of operator’'s manual in English
8) | Maintenance Lan dell
Manual guage upon delivery
On-site To provide training on operation and use, proper care and
9) | Operations mamtenance, and troubleshooting for end users and troubleshoot_lng
- for maximum of ten (10) employees for one (1) day at Chemical
Training Engineering Building
Acceptance at the designated delivery sites shall be made by the
10) Final Inspection | CHED authorized representative/s.
and Acceptance | The Certificate of Final Acceptance shall however, be jointly signed by
CHED and PITC QAIT representatives.
11) Replacement of | The Supplier will replace defective items within 30 calendar
Defective Items | days from the receipt of Notice of Defective from CHED/PITC..
12) | warranty At least one (1) year warranty on parts and service. Warranty Period
shall commerce from date of acceptance by the end user after testing.
As one of documentary requirements for payment (as applicable), submit certified true
copies of pertinent tax receipts and duties paid on the imported parts/equipment pursuant to
13) | COA Memo No. 90-684 dated Dec. 5, 1990/Administrative Order No. 200 dated November

20, 1990. For locally purchased materials, the BIR registered sales invoice of the seller is

acceptable.

BIDDER’S UNDERTAKING

I/We, the undersigned bidder having examined the Bidding Documents including Bid Bulletins, as applicable, hereby BID to
(supply/deliver/perform) the above described items.
I/'We undertake, if our bid is accepted, to deliver the items in accordance with the terms and conditions contained in the bid
documents, including the posting of the required performance security within ten (10) calendar days from receipt of the Notice of Award.

Until a formal contract/order confirmation is prepared and signed, this Bid is binding on us.

Name of Company (in print)

Signature of Company Authorized Representative

Name & Designation (in print)

Date
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Revised Annex V-B1
(Page 1 of 2)

TERMS OF REFERENCE
FOR LOT 2: High End Modular Potentiostat with EQCM dual mode bi potentiostat and PH
meter modules

Department of Chemical Engincering
University of the Philippines Diliman

a Laboratory of Electrochemical Engineering

Name of Project: GREEN POWER: Generating Renewable Energy via Electrolysis of water using |
New Power Hybrid Systems (Project 2: ENERGY PRODUCTION USING POLYMER ELECROLYTE
MEMBRANE FUEL CELLS (PEMFC))

e

Supply, Delivery, and Installation of (1) unit of High End Modular Potentiostat with EQCM, dual-mode
bipotentiostat and pH meter modules for Laboratory of Electrochemical Engineering, Department
of Chemical Engineering, University of the Philippines Diliman

(as of October 30, 2019)

Requirements (which may be included in the Technical Bid Form)
(TOR may be attached to the bidding documents for bidder’s signature for Conformance)
2. Components (if a LOT/ System composed of various equipment) (as applicable)
Modular Potentiostat
EQCM module
pH meter module
Dual-mode bipotentiostat module

cowmp

|
|

3. Scope of Work ( if SERVICES are required)
Installation

|4, Technical Specifications for the tem/s OR each equipment/ the item (IF A LOT)

[ Potentiostat:

|
| Potential range: +H-10V i
\ Compliance voltage: #-30V |
Maximum current: +/- 2 A (with provision for boost of 20 A) |

Current ranges: 1Ato10nA

Potential accuracy: +-0.2%
Potential resolution: 0.3 pv

Current accuracy: +-02% |
Current resolution: 0.0003 % (of current range) |
Input impedance: >1 Tohm // 8pF

Potentiostat bandwidth: 1 MHz
Computer interface: usB
With buiit-in front panel LED Display reflecting real time potential and current.

Included Accessories: 3
Electrodes *
* One (1) piece Ag/AgCl reference electrode with double junction ‘

= One (1) piece separate Pt rod electrode

Glassy carbon (GC) electrode

= One (1) piece electrode shaft
i « One (1) piece GC electrode
\ « One (1) piece polishing set
Unint: ble Power Si PS

; = Output voltage and frequency: 220-230 VAC, 60 Hz
1 e Output power capacity: at least 2 kVA

|
\
|
|
One (1) piece 250 mL 3M KCl electrolyte

Chemical Engineering Bldg.. Engineering Complex. C.P. Garcia Ave.. UP Diliman, Q.C., 1101
<63 2981 8500 ext. 3113 (Tel)/ 3114 (Fax)

oniup, edy

Conforme:

Bidder’'s Company Name

Name & Signature of Authorized Representative

Designation

Date
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Annex V-B1
(Page 2 of 2)

TERMS OF REFERENCE

FOR LOT 2: High End Modular Potentiostat with EQCM dual mode bi potentiostat and PH
meter modules

$ Laboratory of Electrochemical Engineering
Department of Chemical Engineering
University of the Philippines Diliman

w Complete EQCM Module with Cell set-up and two gold crystals

Oscillation frequency: 6MHz

Resolution: 0.07 Hz ‘
Relative Accuracy: 1 Hz \
Sampling Rate: 50 S/s ‘
Frequency Range: 80,000 Hz

| Electrochemical Quartz Crystal Microbalance module: - —]

pH meter module:
Input range: - 10V
Measurement resolution: 0.3 pV (gain 1000)
Measurement accuracy: +- 2 mV
Input Impedance: > 1 TOhm // 8pF
Temperature Accuracy: 5 degC
Temperature Resolution: 0.015 degC

Conforme:
Included accessories:
* One (1) unit LL Unitrode Pt1000 (F/2mm) Bidder's Company Name
« One (1) unit 250 mL 3 mol/L KCI electrolyte

Name & Signature of Authorized Representative

Bipotentiostat module:
Potential Range: £10V Designation
Current Range: 10mA to 10nA, in 7 decades
Current Accuracy: £0.2% Date

Current Resolution: 0.0003% (of current Range)

Modes: Bipotentiostat and Scanning Bipotentiostat

| 5. Requirement/s if awarded the contract.
5.1. Delivery Period: Within one hundred twenty (120) calendar days after receipt of Notice to
Proceed
5.2. Delivery Place: Chemical Engineering Building, along C. P. Garcia Avenue, University of the
_____ Philippines Diliman, Quezon City, Philippines 1101
5.3. Warranty Period/ Coverage of Warranty: at least 1 year on parts and service from final
acceptance
5.4. Acceptance Parameters (as applicable): Visual and functional inspection and testing
5.5. Training: Maximum of ten (10) personnel of one (1) day training at Chemical Engineering
‘ Building o
| Other requirements to be required/submitted by the Bidder for bid opening (as applicable)
| 1. Brochures
| 2. Listof Service Center/s within Metro Manila
% 3.  Certificate of Disiributorship
4,

——-

List of distributors in 1.) any country in Europe, 2.) United States, 3.) Japan, 4.) South Korea, and 5.)
Singapore

Prepared by:

%C:%VI 37 28
Julie Anne del Rosario
TWG Representatives/s

Chemical Engineering Bldg.. Engineering Complex, C.P. Garcia Ave., UP Diliman, Q.C.. 1101
+63 2 981 8500 ext. 3113 (Tel) /3114 (Fax)

conid up.cdu.ph: up
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Name of Company:

PITC BIDS AND AWARDS COMMITTEE |

REVISED CHECKLIST OF REQUIREMENTS FOR BIDDERS

SUPPLY, DELIVERY AND INSTALLATION OF TWO (2) UNITS
ELECTROCHEMICAL WORKSTATION + EIS AND ONE (1) UNIT HIGH
END MODULAR POTENTIOSTAT WITH EQCM, DUAL-MODE

Project: BIPOTENTIOSTAT AND PH METER MODULES FOR THE COMMISSION
ON HIGHER EDUCATION - PHILIPPINES-CALIFORNIA ADVANCED
RESEARCH INSTITUTES (CHED-PCARI)
Bid Ref. No. Bid Reference No.: GPG-B1-2019-292
Ref. No. Particulars

ENVELOPE 1: ELIGIBILITY AND TECHNICAL DOCUMENTS

In accordance with Clause 19.4 of the Instructions to Bidders, the bid, except for the unamended
printed literature, shall be signed, and each and every page thereof shall be initialed, by the duly
authorized representative/s of the Bidder.

12.1 (a)

ELIGIBILITY DOCUMENTS

CLASS "A" DOCUMENTS

12.1 (a.1.)

ELIGIBILITY DOCUMENTS FOR LOCAL BIDDERS

(i)

Registration Certificate from the Securities and Exchange Commission (SEC)
for corporations, or from Department of Trade and Industry (DTI) for sole
proprietorship, or from Cooperative Development Authority (CDA) for
cooperatives;

(ii)

Business/Mayor's Permit for issued by the city or municipality where the principal
place of business of the prospective bidder is located OR the equivalent document
for Exclusive Economic Zones or Areas;

In cases of recently expired Mayor's/ Business permits, said permit shall be
submitted together with the official receipt for as proof that the bidder has applied for
renewal within the period prescribed by the concerned local government unit,
provided that the renewed permit shall be submitted as a post-qualification
requirement;

(iif)

Valid and Current Tax Clearance per Executive Order 398 and Revenue
Memorandum Order No. 46-2018, as finally reviewed and approved by the BIR;

(iv)

Copy of Audited Financial Statements for 2018 and 2017 (in comparative form or
separate reports):

(@) Independent Auditor’'s Report;

(b) Balance Sheet (Statement of Financial Position); and

(c) Income Statement (Statement of Comprehensive Income).

Each of the above statements must have stamped “received” by the Bureau of
Internal Revenue (BIR) or its duly accredited and authorized institutions.

v)

Statement of all ongoing government and private contracts (including contracts
awarded but not yet started), if any whether similar or not in nature and complexity to
the contract to be bid. (Annex I);
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Statement of Single Largest Completed Contract similar to the contract to be bid
within the last five (5) years from date of submission and receipt of bids equivalent to
at least fifty percent (50%) of the total ABC of the lot being bid (Annex I-A)

“Similar contract” shall mean Laboratory Equipment.
(vi)
Any of the following documents must be submitted/attached corresponding to listed
completed largest contracts per Annex I-A:

(a) Copy of End User’'s Acceptance; or

(b)Copy of Official Receipt/s; or

(c)Copy of Sales Invoice with Collection Receipt/s

(vii) Duly signed Certificate of Net Financial Contracting Capacity (NFCC) per Annex I,
in accordance with ITB Clause 5.5 OR Committed Line of Credit.

12.1 Class “B” Document: (For Joint Venture)

The participating entities entering a Joint Venture Agreement (JVA) are to be
treated as a single entity and shall be jointly and severally responsible or liable
for the obligations and liabilities incurred by any partner to the JV pertinent to
the project requirements.

Hence, any Blacklisting Order and/or overdue deliveries intended for end-user
or PITC shall apply to the JVA as the JV is deemed as one bidder.

a) For Joint Ventures, Bidder to submit either:
(i) Copy of the JOINT VENTURE AGREEMENT (JVA) in case the joint venture
is already in existence, or
(i) Copy of Protocol/Undertaking of Agreement to Enter into Joint Venture
signed by all the potential joint venture partners stating that they will enter
into and abide by the provisions of the JVA in the instance that the bid is
successful. (Annex IlI)

In case the joint venture is not yet in existence, the submission of a valid JVA
shall be within ten (10) calendar days from receipt by the bidder of the notice
from the BAC that the bidder is the Lowest Calculated and Responsive Bid
[Sec 37.1.4 (a) (i)of the 2016 Revised IRR of RA 9184]

The JVA or the Protocol/Undertaking of Agreement to Enter into Joint Venture
(Annex lIl) must include/specify the company/partner and the name of the office
designated as authorized representative of the Joint Venture.

b) Each JV Partner, must also submit the following:

(i) Registration Certificate from the Securities and Exchange Commission
(SEC) for corporations or from Department of Trade and Industry (DTI) for
sole proprietorship, or from Cooperative Development Authority (CDA) for
cooperatives;

(i) Business/Mayor’s permit for issued by the city or municipality where the
principal place of business of the prospective bidder is located OR the
equivalent document for Exclusive Economic Zones or Areas;

In cases of recently expired Mayor’s/ Business permits, said permit shall be
submitted together with the official receipt for as proof that the bidder has
applied for renewal within the period prescribed by the concerned local
government unit, provided that the renewed 2017 permit shall be submitted
as a post-qualification requirement;

(i) Valid and Current Tax Clearance per Executive Order 398 and Revenue
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Memorandum Order No. 46-2018, as finally reviewed and approved by the
BIR.

For other required Class “A” Eligibility Documents, submission by any of the
partner(s) constitutes collective compliance.

12.1 (b) TECHNICAL DOCUMENTS
Bid security must be issued in favor of the PHILIPPINE INTERNATIONAL TRADING
CORPORATION (PITC) in any of the following forms:
1) Bid Securing Declaration per Annex 1V;
2) Cash or Cashier's/ Manager’s Check equivalent to at least 2% of the ABC;
3) Bank Guarantee/ Bank draft or Irrevocable LC equivalent to at least 2% of the ABC; OR
4) Surety bond callable upon demand equivalent to at least 5% of the ABC
Lot Total ABC ( Bid Security:
Description Qty. (VAT
No. Inclusive) 20 B0
1, | Electro chemical 2 Units | 5,307,366.00 | 106,147.32 | 265368.30
workstation + EIS
High End Modular
Potentiostat with EQCM .
2. dual mode bipotentiostat 1 Unit 2,470,000.00 49,400.00 123,500.00
and PH meter modules
Separate Bid Security for each lot
Notes:
@ The Cashier's/Manager’s Check shall be issued by a Local Universal or Commercial
Bank.Separate checks for each lot being bid.
(b) The Bank Draft/Guarantee or Irrevocable Letter of Credit shall be issued by a Local
Universal or Local Commercial Bank.Separate draft guarantee for each lot being bid.
(c) Should bidder opt to submit a Surety Bond as Bid Security, the surety bond must
conform with the following:
(1) Issued by a surety or insurance company duly certified by the Insurance
Commission as authorized to issue such bond. Together with the surety bond, a
0] copy of a valid Certification from Insurance Commission must be submitted by

the bidder which must state that the surety or insurance company is specifically
authorized to issue surety bonds.

(2) Callable upon demand

(3) Must specify the grounds for forfeiture of bid security as stated in Section
II, ITB Clause 18.5, to wit:

AIF A BIDDER:

(i)  withdraws its bid during the period of bid validity specified in ITB Clause 17;

(i) does not accept the correction of errors pursuant to ITB Clause (b);

(iii) has a finding against the veracity of any of the documents submitted as stated
in ITB Clause 29.2; or

(iv) submission of eligibility requirements containing false information or falsified
documents;

(v) submits bids that contain false information or falsified documents, or the
concealment of such information in the bids in order to influence the outcome of
eligibility screening or any other stage of the public bidding;

(vi) allowing the use of one’s name, or using the name of another for purposes of
public bidding;

(vii) withdrawal of a bid, or refusal to accept an award, or enter into contract with the
Government without justifiable cause, after the Bidder had been adjudged as
having submitted the Lowest Calculated and Responsive Bid,;

(viii) refusal or failure to post the required performance security within the prescribed
time;

(ix) refusal to clarify or validate in writing its bid during post-qualification within a
period of seven (7) calendar days from receipt of the request for clarification;
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(x) any documented attempt by a bidder to unduly influence the outcome of the
bidding in his favor;

(xi) failure of the potential joint venture partners to enter into the joint venture after
the bid is declared successful; or

(xii) all other acts that tend to defeat the purpose of the competitive bidding, such as
habitually withdrawing from bidding, submitting late Bids or patently insufficient
bid, for at least three (3) times within a year, except for valid reason.

A IF THE SUCCESSFUL BIDDER:
(i) fails to sign the contract in accordance with ITB Clause 32; or
(ii)y fails to furnish performance security in accordance with ITB Clause 33

Duly signed and completed Technical Bid Form. Bidder must use, accomplish and
submit the Technical Bid Form attached as

(i) ANNEX Lot No. Description Qty.
Revised Annex V-A 1 Electro chemical workstation + EIS 2 units
High End Modular Potentiostat with EQCM
Revised Annex V-B 2 dual mode bipotentiostat and PH meter 1 unit
modules
Duly signed/conformed Terms of Reference attached as:
ANNEX Lot No. Description
(iii) Revised Annex V-A1 1. Electro chemical workstation + EIS
. : High End Modular Potentiostat with EQCM dual
Revised Annex V-B1 2. mode bipotentiostat and PH meter modules
Product Brochure and/or Technical Data Sheet for of the brand/model of the
equipment being offered showing compliance to the technical specifications:
Lot No. Description
1 Electro chemical workstation + EIS
(V) Desktop Computer
Modular Potentiostat
2 EQCM module
pH meter module
Dual-mode bipotentiostat module
Note: If not in English, must be subject to requirement per Clause 11 of the Instructions to
Bidders
Valid and Current Certificate of Distributorship/Dealership/Resellership of the products
being offered, issued by the principal manufacturer authorizing the bidder to
sell/distribute the items subject of this bidding as follows:
Lot No. Description
(vi) 1 Electro chemical workstation + EIS
5 High End Modular Potentiostat with EQCM dual
mode bipotentiostat and PH meter modules
If not issued by manufacturer, must also submit certification/ document linking
bidder to the manufacturer.
Note: If not in English, must be subject to requirement per Clause 11 of the Instructions to
Bidders
List of the manufacturer’s branch/sales/distribution office in the following: a)Any
(vii) country in Western Europe, b)United States, c)Japan, d)South Korea AND

e)Singapore.
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List of Authorized Service Center/s within Metro Manila (with available spare parts,
indicating address, telephone & fax numbers, email address and contact person).

(viii) In the event  of closure of business, termination of franchisee/ service center, the
supplier shall notify the CHED and PITC accordingly of the new service centers with
telephone numbers and address who can provide the needed parts, supplies and
service;

Certificate of Performance Evaluation (Annex VI) with a rating of at least Very
(ix) Satisfactory, issued by the Single Largest Completed Contract Client of the bidder per
Annex [-A;

Proof of Authority of the bidder’s authorized representative/s:
(@) FOR SOLE PROPRIETORSHIP (IF OWNER OPTS TO APPOINT A
REPRESENTATIVE): Duly notarized Special Power of Attorney.
(b) FOR CORPORATIONS, COOPERATIVE OR THE MEMBERS OF THE
(X) JOINT VENTURE: Duly notarized Secretary’s Certificate evidencing the authority of
the designated representative/s.

IN THE CASE OF UNINCORPORATED JOINT VENTURE: Each member shall submit
a separate Special Power of Attorney and/or Secretary’s Certificate evidencing the authority of
the designated representative/s.

Omnibus Sworn Statements using the form prescribed. (Annex VII)
(a) Authority of the designated representative
(b) Non-inclusion in blacklist or under suspension status
(c) Authenticity of Submitted Documents

(xiii) (d) Authority to validate Submitted Documents

(e) Disclosure of Relations

() Compliance with existing labor laws and standards

(g) Bidders Responsibilities

(h) Did not pay any form of consideration

ENVELOPE 2: FINANCIAL DOCUMENTS

Completed and signed Financial Bid Form. Bidder must use, accomplish and submit
Financial Bid Form hereto attached as follows:

Lot . ABC ()
ANNEX No. Description Qty. (VAT Inclusive)
13.1 Annex VIII - A 1. Electro chemical workstation + EIS 2 Units 5,307,366.00

High End Modular Potentiostat with
Annex VIII- B 2. EQCM dual mode bipotentiostat and PH | 1 Units 2,470,000.00
meter modules

The ABC is inclusive of VAT. Any proposal with a financial component exceeding the
ABC shall not be accepted.

Note: In case of inconsistency between the Checklist of Requirements for Bidders and the provisions in the
Instruction to Bidders/Bid Data Sheet, the Instruction to Bidders/Bid Data Sheet shall prevail.

. ]
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